We compare two geometries of sources and detectors for optimizing the diffuse optical imaging resolution of brain activation in humans. Because of limitations in the instruments' dynamic range, most diffuse optical brain activation images have used only nonoverlapping measurements. We demonstrate theoretically and with a human experiment that a simple geometry of sources and detectors can provide overlapping measurements within the limitation of instrumentation dynamic range and produce an image resolution and localization accuracy that is twofold better.
The need within the neuroimaging community for portable and easy to use technologies for imaging brain function is motivating the further advancement of diffuse optical imaging methods. Diffuse optical methods were first used in 1993 to measure the hemodynamic response to brain activation. 1, 2 Those f irst measurements used a maximum of five channels to distinguish brain activation in different brain regions. The first diffuse optical images of brain activation were published in 1995. 3 For the most part, all such images published to date were produced by analysis of the hemodynamic response measured with individual pairs of sources and detectors and then interpolation of the response between the measurement channels, as described in Refs. 3 and 4. These are essentially interpolation or backprojection procedures for producing images. The resolution is comparable to source -detector separation and quantitative accuracy is compromised because the image obtained is not an optimal solution of the inverse problem. 5 Here we refer to the image obtained by an optimal solution of the inverse problem as the diffuse optical tomography (DOT) image. There are only a few published examples of DOT images of brain hemodynamics, for example, in rodents, 6 -9 in newborn human babies, 10 and in adult humans.
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The advancement of true DOT for brain activation in humans would improve the image's spatial resolution and quantitative accuracy compared with those of current backprojection methods. Overlapping measurements are required for DOT to provide image quality that is significantly better than backprojection methods. However, the ref lectance geometry used for measuring brain activation in humans requires a large detection dynamic range, particularly to support overlapping measurements in which a detector may be required to measure signals from nearby and far sources simultaneously. In this Letter we compare various geometries of sources and detectors for producing DOT images of brain activation from overlapping measurements. We then demonstrate, for the f irst time to our knowledge with an adult human brain activation experiment, the improvement in image resolution afforded by overlapping multidistance measurements.
We consider the two probe geometries shown in Fig. 1, i .e., a rectangular geometry of 9 sources and 16 detectors spanning 8.1 cm 3 8.1 cm and a hexagonal geometry of 8 sources and 15 detectors spanning 9.8 cm 3 8.5 cm. The rectangular geometry produces a large number (84) of measurements when nearestand second-nearest-neighbor sources and detectors are considered but requires a large dynamic range, as the ratio of the longer source -detector separation to the shorter is 2.2. The hexagonal geometry reduces the dynamic range requirement, as the longer-to-shorter separation ratio is 1.7, but it produces only 50 measurements. We set the longer separation to 4.25 cm in each case, obtaining shorter separations of 1.9 and 2.5 for the rectangular and the hexagonal geometries, respectively. These shorter separations were chosen such that they would still have sensitivity (albeit weak) to the brain and the 4.25-cm separation would still have a reasonable experimental signal-to-noise ratio (SNR). As we have measured on adult human subjects with our continuous-wave imaging system, 12 the signal decreases from shorter to longer separation are roughly 40 and 10 for the rectangular and hexagonal geometries, respectively. Maintaining a SNR of 100 thus requires dynamic ranges of at least 4000 and 1000, respectively. Given the strong optical attenuation in the adult human head and that we desire measurements with a bandwidth of a few hertz, our measurements must be made with sensitive photodetectors that generally do not have the required instantaneous dynamic range. Thus the effective dynamic range must be increased by time multiplexing of the sources and detector gains. 13 Turning each source on and off individually unnecessarily reduces the duty cycle and thus the SNR, assuming that instantaneous source power cannot be increased to maintain a constant average power. Frequency encoding strategies can be employed to multiplex different sets of sources (rather than individual sources) while optimal detectors gains are allowed for each source. This can be done with three sets of sources for the hexagonal geometry (sources 1, 5, and 6; 2 and 7; and 3, 4, and 8 in Fig. 2 ) but requires seven sets for the rectangular geometry. We do not consider the lattice geometry explored by Yamamoto et al., 14 which is a variant of the rectangular geometry, as it is inferior to the geometries that we explored in the sense that it requires more sources and more detectors to produce fewer measurements.
For our simulations of imaging brain activation, we considered the probes shown in Fig. 1 placed on a homogeneous semi-infinite medium with m s 0 10 cm
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and m a 0.05 cm 21 . The activation-induced localized increase in absorption occurred at depths of 1.5-2.0 cm. We utilized the linear Rytov approximation to the photon diffusion equation to identify changes in the measured photon f luence from spatial changes in the absorption coeff icient. 5 That is, y Ax, where the jth element of vector x indicates the absorption perturbation at the jth voxel and the ith element of the vector y represents the variation in the ith measurement that is due to spatial variation of absorption coeff icient x from background absorption m a . Matrix A is the linearized transformation from image space x to measurement space y . In our simulations we considered only a single image slice centered at a depth of 1.75 cm. Given a set of measurements y , we calculated the DOT image, using Tikhonov regularization
where I is the identity matrix, s max is the maximum eigenvalue of AA T , and a is the regularization parameter that we set to 10 23 . The singular value spectra of AA T for the two different source -detector geometries are similar, suggesting that the image information content of the two geometries is similar. 15, 16 The rectangular geometry does have more image information that is provided by the additional measurements, but it is below the 10 23 noise level, such that practically speaking the two geometries have similar information content. We compared DOT image resolution with backprojection image resolution, where the backprojection image is given by
and diagonal matrix S produces column normalization (one-norm) of matrix A. For a quantitative comparison of the two geometries we calculated the image localization error and resolution. Image localization error and resolution can be determined from image resolution matrix R, determined by substitution of y Ax into Eq. (1) such that
The same can be done with Eq. (2) to determine the resolution matrix for the backprojection image. The j th column of R reveals the image point-spread function for the jth voxel, from which we could determine image localization error and resolution. We calculated resolution w j of an absorption perturbation in the j th voxel as the full area of the activation above the half-maximum of the peak activation The localization error for the two geometries that use backprojection and DOT is shown in Fig. 1 , whereas the resolution is shown in Fig. 3 . These maps show how the localization error and the resolution vary for 1-mm 2 absorption increases that occur at different points across the image area. It is clear from Figs. 1 and 3 that the overlapping measurements utilized in the DOT image produce a significant improvement in the localization accuracy and resolution. The average localization errors over the image area for the rectangular geometry are 0.5 and 0.2 cm for the backprojection and the DOT images, respectively, a little better than the 0.7 and 0.3 cm found for the hexagonal geometry. The average resolutions over the image area for the rectangular geometry are 4.5 and 2.0 cm 2 for the backprojection and the DOT images, respectively, a little better than the 6.2 and 2.4 cm 2 for the hexagonal geometry.
To demonstrate experimentally the improved spatial resolution afforded by overlapping measurements, we utilized the hexagonal geometry because the reduced time sharing of sources increased our SNR relative to that of the rectangular geometry. We made measurements with our continuous-wave imaging system, which had 8 dual-wavelength source positions and 15 detectors.
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Experiments were performed on healthy human adult volunteers as approved by Massachusetts General Hospital Institutional Review Board. The probes of sources and detectors were placed over the left motor cortexes of the volunteers, with the source -detector spacing as indicated in Fig. 1(c) . One of the three subsets of sources was turned on and the detector gains optimized. Data were then collected for 600 s, with the subject alternating between tapping his or her fingers for 20 s and resting for 20 s for a total of 13 tapping cycles. The experiment was then repeated for each of the other two source sets with detector gains optimized accordingly. The raw experimental data were bandpass f iltered from 0.016 to 1 Hz and block averaged; then DOT images were reconstructed from the 50 f irst-and second-nearest-neighbor measurements by use of Eq. (1) and with regularization parameter a 1. The DOT image is compared in Fig. 2(c) with the backprojection images obtained by use of only the nearest-[ Fig. 2(a) ] or the second-nearest [ Fig. 2(b) ] neighbor measurements. Whereas we can see the increased absorption that is due to brain activation in the three different images in Fig. 2 , the DOT image shows a smaller activation pattern of 18 cm 2 over the half-maximum activation value, compared with 30 and 32 cm 2 for the nearest and the second-nearest backprojection images. The DOT image resolution is clearly better. Whereas these values are all larger than that reported in the functional MRI literature, we note that the calculated area is strongly dependent on the image threshold that is used to determine activation, which is often set high in an fMRI experiment.
We have shown that incorporating secondnearest-neighbor measurements into a diffuse optical image reconstruction of brain activation significantly improves image resolution and localization accuracy by a factor of 2 compared with backprojection imaging with only nearest-neighbor measurements. We have compared rectangular and hexagonal geometries of sources and detectors and found that, whereas the rectangular geometry is slightly better, it is easier to implement the hexagonal geometry experimentally because the hexagonal geometry requires less switching between subsets of sources, has a greater measurement duty cycle, and requires a smaller dynamic range. We then experimentally demonstrated the significant improvement in image resolution afforded by a human brain function imaging experiment with the hexagonal geometry.
